Ultrastructural changes of polypropylene loops in a chronically inflamed eye.
We have documented diffuse, superficial, transverse fissures of blue polypropylene IOL loops that had been exposed to a prolonged inflammatory reaction. The cause and clinical significance of this process has not yet been determined. The polymethylmethacrylate optic showed no similar changes.